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Epoxy Resin Root Canal Sealer
Silver Free
ISO 6876
DIRECTIONS FOR USE
FEATURES:

Root canal powder and resin are mixed to produce a root canal filling material of excellent sealing capacity as a result of its close adaptation to the root canal walls and its very small contraction during setting.  Silver free. 
RECOMMENDED INDICATIONS:

Permanent obturation of root canals of teeth of the secondary dentition with or without the aid of obturation points.

CONTRA-INDICATIONS:

Hypersensitivity against epoxy resins or other components of the root canal filling material.

WARNINGS:

Root canal powder and resin contain epoxy resin which may cause sensitisation in susceptible persons. During the setting reaction of materials, traces of formaldehyde may be produced.
PRECAUTIONS:

Do not use Root Canal Sealant in persons allergic to epoxy resins.
Avoid contact of powder or resin and unset paste with skin or oral mucosa.
After incidental contact, wash and rinse with plenty of water.

Wear protective gloves and glasses.
INTERACTIONS WITH OTHER DENTAL MATERIALS:
Root Canal Sealant may react with hydrogen peroxide accidentally left in the root canal after irrigation.

ADVERSE REACTIONS
With sealers containing epoxy resins, the following adverse reactions were reported.

Reversible acute inflammation of the oral mucosa after contact with the unset paste.

In individual cases, local and systematic allergic reactions have been reported. 

APPLICATION:

Preparation of the root canal

Prior to application, thoroughly clean the root canal.

If hydrogen peroxide has been used for irrigation, it is essential to make sure that the canal is free of any traces of rinsing solution. This is to avoid reaction of Root Canal Sealant with hydrogen peroxide which would result in the formation of bubbles.

If sodium hypochlorite and hydrogen peroxide are used alternatingly for canal irrigation, use hypochlorite as the last agent.

Thoroughly dry the root canal with sterile paper points
Dosage & Mixing:
Powder and resin are mixed on a glass slab using a metal spatula. 2 to 3 volume units of powder are mixed with 1 volume unit of resin. Mix to a homogeneous consistency which breaks when lifted 1.5 to 2.5 cm (1/2 to 1 inch) above the glass slab. 

If a particularly fluid mix is required, the glass slab may be carefully warmed before use.
Step-By-Step Instructions:
Apply the mixed cement onto the tip of a Lentulo spiral.

To avoid the formation of air bubbles in the material and overfilling of the canal, advance the Lentulo spiral slowly to the apex running at very low speed.

Withdraw Lentulo very slowly still running at low speed. If sealer is used in combination with gutta-percha points or other cores and if there is the risk of overfilling use reamers to apply sealer into the canal.

Choose a reamer of the size of the last instrument used during apical root canal preparation.

Place sealer by a pumping action of the reamer with simultaneous rotary movement in a counter clock direction. It is only necessary to apply a light coating of sealer

Dip the disinfected and dry master point into sealer and with pumping motions slowly push it into the canals.

Additional gutta-percha points and lateral or vertical condensation methods can be applied.
Removal of Root Canal Filling:
Once it has set, Root Sealer cannot be removed with conventional solvents. If Sealer was used in combination with gutta-percha points, the root canal fillings can be removed using conventional techniques for the removal of gutta-percha.
Cleaning of Instruments:

Spatulas, mixing slabs and instruments should be cleaned immediately after use with alcohol or acetone.
Setting Time:
The setting time ranges between 9 and 20 hours at 37 °C.
STORAGE:

Store in a cool dry place (5-25°C).
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The batch code gives an open date of manufacture in month, year, day format with a numerical suffix to uniquely identify the batch of material.  Please quote this batch number in all correspondence.  
The expiry date is shown in year, month format.  Do not use the product after this date.
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SPECIALLY FORMULATED FOR USE IN DENTISTRY

REF:
AH0780
  Powder 8g / Resin 10g
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Advanced Healthcare Ltd., Tonbridge, Kent, TN11 8JU, UK


Tel: +44 1892 870500
Fax: +44 1892 870482

Advanced Healthcare Ltd operate a policy of continuous monitoring and improvement of our products.  If you have any comments about this product, please contact us at the above address stating the batch number shown on the packaging.

Caution: U.S. Federal Law restricts this device to sale by or on the order of a dental professional.
2017-03
AP9404

AHseal
Epoksi Rezin Esaslı Kanal Dolgu Patı
Gümüş İçermez
ISO 6876
KULLANIM TALİMATLARI
ÖZELLİKLER:

Kök kanal duvarlarına yakın adaptasyon ve sertleşme esnasında oldukça düşük büzülmeye  ve mükemmel bir örtücülüğe sahip toz ile karıştırılan rezin içerikli kök kanal dolgu materyali. Gümüş içermez. 
TAVSİYE EDİLEN ENDİKASYONLAR:
Obturasyon konları (güta perka vb.) bulunsun ya da bulunmasın, daimi dişlerdeki kök kanallarının kalıcı obturasyonunda.

KONTRA-ENDİKASYONLARI:

Epoksi rezine veya kök kanal dolgu materyallerinin diğer içeriklerine karşı aşırı hassasiyet.
UYARILAR:

Kök kanal tozu ve rezini, duyarlı kimselerde hassasiyete yol açabilecek epoksi rezin içerir. Materyalin sertleşme reaksiyonu sırasında iz miktarda formaldehit oluşabilir.

ÖNLEMLER:

Epoksi rezine alerjisi olan kişilerde Kanal Dolgu Patı’nı kullanmayın.
Toz, rezin veya sertleşmemiş patın deri ve oral mukozayla temasını engelleyin.
Temas halinde, bol miktarda suyla yıkayıp durulayın.

Koruyucu eldiven ve gözlük kullanın.
DİĞER DENTAL MATERYALLERLE ETKİLEŞİM:

Kanal Dolgu Patı, kanal içerisinde irigasyon sırasında kazayla bırakılmış hidrojen peroksit ile reaksiyona girebilir.

YAN ETKİLER
Epoksi rezin içeren patlarda aşağıdaki reaksiyonlar bildirilmiştir.

Sertleşmemiş patla temasta oral mukozada geri dönüşümlü akut enflamasyon.
Bireysel vakalarda lokal ve sistemik alerjik reaksiyonlar bildirilmiştir.

UYGULAMA:

Kök kanalının hazırlanması
Uygulama öncesi, kanalı iyice temizleyin.

İrigasyon için hidrojen peroksit kullanılmışsa, kanal içerisinde solüsyon kalmadığından emin olunmalıdır. Bu, Kök Kanal Patı’nın hidrojen peroksitle etkileşip köpük oluşumunu engellemek içindir.
Eğer sodyum hipoklorit ve hidrojen peroksit irigasyon için kullanılacaksa, sodyum hipokloriti son ajan olarak uygulayın.
Kök kanalını steril kağıt konlarla iyice kurulayın.

Dozaj & Karıştırma:
Toz ve rezin metal spatula ile cam üzerinde karıştırılır. Hacimce 2-3 kısım toz, 1 kısım rezinle karıştırılır. Karıştırılan pat karıştırma yüzeyinden uzaklaştırıldığında 1.5-2.5 cm uzama elde edilecek şekilde homojen bir kıvamda olmalıdır.
Daha akıcı bir kıvam elde edilmek istenirse cam karıştırma yüzeyi kullanım öncesi dikkatlice ısıtılabilir.
Adım-adım talimatlar:
Karıştırılmış patı, Lentülonun ucuna uygulayın.

Hava kabarcığını ve taşkın doldurmayı önlemek için, Lentüloyu çok düşük hızda apekse doğru ilerletin.

Çok düşük hızda dönmeye devam eden Lentüloyu kanaldan yavaşça geri çekin. Eğer pat Güta perka veya diğer konlarla birlikte kullanılacaksa ve taşkın doldurma ihtimali varsa patı kanala uygulama için reamer kullanın.
Apikal kanal preparasyonunda kullanılan son aletin kalınlığındaki reamerı seçin.

Reamerı saat yönünün tersinde ve pompalama hareketiyle kullanarak patı uygulayın. Yalnızca ince bir tabaka pat uygulaması yeterlidir.

Dezenfekte edilmiş ana konu pata batırıp pompalama hareketiyle yavaşça kanal içine yerleştirin.

Lateral veya vertikal kondenzasyon yöntemleriyle ilave güta perka konları uygulanabilir.

Kök kanal dolgusunun sökülmesi:
Kök Kanal Patı sertleşitiğinde, geleneksel çözücülerle uzaklaştırılamaz. Eğer güta perka konlarıyla birlikte kullanıldıysa, güta perka geleneksel yöntemlerle uzaklaştırılabilir.

Aletlerin Temizliği:

Spatulalar, karıştırma yüzeyleri ve aletler kullanımdan hemen sonra alkol veya asetonla temizlenmelidir.
Sertleşme zamanı:
Sertleşme zamanı 37 °C’de 9-20 saattir.

Saklama:

Kuru ve serin bir yerde saklayın (5-25°C).
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The batch code gives an open date of manufacture in month, year, day format with a numerical suffix to uniquely identify the batch of material.  Please quote this batch number in all correspondence.  

The expiry date is shown in year, month format.  Do not use the product after this date.
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  Toz 8g / Rezin 10g


Advanced Healthcare Ltd., Tonbridge, Kent, TN11 8JU, UK


Tel: +44 1892 870500
Fax: +44 1892 870482

Advanced Healthcare Ltd operate a policy of continuous monitoring and improvement of our products.  If you have any comments about this product, please contact us at the above address stating the batch number shown on the packaging.

Caution: U.S. Federal Law restricts this device to sale by or on the order of a dental professional.
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